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ABSTBACT 

The need for blade tip clearance inatruaentation 
hat been intenaified recently by advance a in tecbnol-^ 
ogy of gaa turbine enginea* A new laaer-optical nea~ 
aureaent ayatea baa been dent loped to aeaaure ainglc 
blade tip cltaraocea and average blade tip clearancea 
between a rotor and ita gaa path Mai in rotating 
coaponent riga and coaplete enginea* The ayatea ia 
applicable to fan. coapreaaor and turbine blade tip 
clearance aeaaur«*Mnta« The engine nounced probe ia 
particularly auitable for operation in the extreae 
turbine environaent. The aeaaureaeot ayatea conaiata 
of an optical aubayatea* an electronic aubayatea and 
a coBputing and graphic terainaU Bench teata and 
environnental teata were conducted to confira opera* 
tion at teaperaturea* preaaurea, and vibration levels 
typically encountered in an operating gaa turbine 
engine* 

INHU)DUCTION 

The need for blade tip clearance inatruaentation 
haa been intenaified recently by advancea in technol* 
ogy of gas turbine engines* X^roved engine designs 
eocoapasa lightweight high*perfonaance concepts such 
as saall Chin airfoils for blades* Excess clearance 
allows a portion of the engine gas to flow over the 
blade tip without perforaing useful work. Moreover, 
insufficient blade tip clearance aay cause interfer* 
ence which can jeopardise Che engine integrity- 

previous ly, it bad been possible to aeaaure 
average blade tip clearance over several rotor revo* 
lutions, but the ayatea (1) did not have adequate 
response for transient or single blade tip clearance 
ueasuresants. The Pratt A Whitney Aircraft Group, 
Governaent Products Division, designed and fabri* 
cated, under contract to NASA Lewis, a systea that 
possessed adequate tiae response and Chat was capable 
of aeasuring and displaying single as well as average 
blade clearances* 

This new laser-optical aeasureaent system <2) 
was designed to measure single blade tip clearances 
and average blade tip clearances between a rotor and 
its gaa path seal in rotating component rigs and coo- 
plete engines. The system is applicable to fan, com* 
pressor, and turbine blade tip clearance measure* 
ments. The engine mounted probe is particularly 
suitable foi operation in th^ extreme turbine envi* 
ronment. 

The measurement system has been bench tested 
using typical rotor blades up to simulated rotor 
speeds of 60 000 rpm, blade tip speeds of 610 n/aec 
(2000 ft/sec) and blade tip thicknesses as small as 
0.79 mm (0.031 in.). These tests showed that the 
system haa an overall clearance measurement range of 
0 to 3.05 mm (0.120 in*). Computed two-'sigma values 
based on the best fit calibration curve for the sys* 
tem showed a deviation from best fit of leas than 
0.025 mm ( I mil), a resolution of less chan 0.025 mm 
(1 mil) and a repeatability of less chan Q«05 mm 
(2 mil)* 


Enviroomental teata were also conducted to con* 
firm probe operation at adjacent wall tcaiperatures up 
to 1300 K (1900^ F), gaa path operating pressures 
up to 30 ataospheres, and vibration levels typically 
encountered in an operating gaa turbine engine* Re- 
sults indicate no degradation in ayaccm perfonuince 
beyond the previously stated bench teat data* 

The aeasureaent system consists of an optical 
aubayatea, an electronic subayatem and a computing 
and graphic ttemal* The optical subsystem includes 
an optical probe, fiber optic cables and an environ- 
mental enclosure containing the electro*optical com* 
ponents* The electronic subsystem chassis provides 
the scan, gate and process functions required for 
single and average blade clearance aeasurements* 
Optical and electronic subsystem control and data 
preMntacions are provided by the computing and 
graphic display terminal* Software pro^x.ims present 
data as a plot of clearance versus live or clearance 
versus blade number* 

SYSTEM DESCRIPTION 

The measurement system consists of an optical 
subsystem, and electronic subsystem and a computing 
and graphic terminal. Figure I illustrates the over* 
all system configuration* 

Optical Subsystem 

The optical subsystem includes an optical probe, 
fiber optic cables and an environmental enclosure 
containing the electro-optical components* A sche* 
matic of the basic probe optical system is shown in 
Fig. 2. The light source is imaged on the target 
blade tip through a lens and a saphire prism. The 
reflected light returns through the prism and lens 
and is focused on the output coherent fiber optic 
bundle. The radial movement of the blade tip from A 
to B corresponds to the movement of the light spot 
from A* to B* on the output bundle. The tip clear* 
ance is measured relative to the shroud surface by 
correcting for the fixed zero offset distance between 
the prism face and the shroud surface. The prism 
folds the optical path allowing the use of a single 
probe housing for both the input and output optics. 
Probe cooling is achieved with dry nitrogen flowing 
along the inner wall of the probe housing. The prism 
is spaced away 0.5 nan from the viewing slot at the 
end of the housing. The nitrogen flow passes across 
the prism and exits through the slot, thereby keeping 
the prism face clean. Figure 3 is a photograph of 
the probe showing the braided stainless steel 
sheathed optical cables The probe tip is designed 
to bayonet fit directly to the shroud. Errors in the 
zero offset distance induced by thermal growth are 
minimized by keeping the distance from the bayonet 
mount to the shroud surface as short as possible. 

Note the viewing slot at the tip of the probe. 

The environmental enclosure which contains the 
eIectro*optical components is connected to the probe 
by two coherent fiber optic cable bundles 2.74 meters 
in length* The 10 mW helium*neon laser light source 


ioii.6 am wavelength) is couple*! Co the inpuc fiber 
buiulle through a lens assesibly (Fig. 1). The lens 
assembly includes a 20 power microscope objective 
lens tv> focus the laser beam down to a single fiber 
of approximately 10 micrometers in diameter. A 
graded neutral'^density filter wheel located between 
the laser and the objective lens is used to control 
the intensity at the fiber. This control is neces- 
sary to adjust for the variation in Che optical prop- 
erties of engine blades. Moreover, control is also 
required to adjust the energy received by Che image 
processing system at different engine speeds and sys- 
tem operating modes. 

The output fiber bundle is coupled to Che image 
intensifier through a relay lens assembly and an 
image intensifier lens. The relay lens assembly 
serves three purposes: il) to receive and collimate 

the Laser spot image received fr*>m the probe output 
bundle, (2) to filter unwanted background radia- 
tion by using a laser line band-pass filter, and (3) 
to collect and detect peripheral radiation from the 
probe output which is not collected by the relay lens 
and utilize the energy to produce a blade passing 
pulse Crain. 

The objective lens of the relay lens assembly 
views Che probe output spot image through a hole in 
the center of a concave mirror. Approximately 70X of 
the fiber optic bundle output intensity is received 
by the objective lens while the annular mirror seg- 
o^nc collects the peripheral radiation from Che bun- 
dle which would otherwise be lost. This peripheral 
radiation is focused onto Che tip of a fiber optic 
light guide and is transmitted to a photomultiplier 
tube (PmT). As Che blades p«ss by the probe, the 
photomultiplier cube detects the light pulses and 
generates a blade passing pulse train. 

The collimated and filtered signal radiation 
from the objective lens is reimaged onto the image 
intensifier faceplate by the image intensifier lens. 
The lens aperture is controlled by a motorized iris, 
ihe light level at the imd^e intensifier faceplate is 
thus regulated by both the iris size and by Che neu- 
tral density filter at the laser output. Moreover, 
during conditions of sufficient signal radiation, 
system resolution is enhanced by reducing the size of 
Che iris to a minimum. 

The image intensifier is a novel proximity 
focused microchannel plate type coupled to a linear 
photodiode array (LPA). The tube is made up of an 
input window with an S20 photocathode deposited on 
Che inside surface, a microchannel place, and an out- 
put phosphor screen coupled directly Co Che LPA by 
way of a fiber optic faceplate. The array consists 
of 236 photodiodes each 0.025 mm (1 mil) wide by 
0.43 am (I7 mil) long and spaced 0.023 nra (1 mil) 
center to center. The microchannel plate is an array 
of 12 diameter channels fused together into the 
shape of a thin plate. By applying a voltage across 
the faces of the plate, electron gain is achieved 
through secondary emission within each microchannel. 
The overall light gain is in the range of 1000 to 
10 000. The image intensification process is per- 
formed internally with no external electronics other 
than a gateable power supply. The tube is 40 mm in 
diameter and 30 nm long. 

The LPA signal conditioner (Fig. 1) consists of 
an amplifier and a line driver. 

Electronic Subsystem 

The electronic subsystem controls the components 
of the optical subsystem and processes the signal 
from the LPA signal conditioner. It also intefaces 
with the computing and graphic terminal by accepting 
Commands and transmitting tip clearance data. The 
system operating mode is determined by the operator 


through the keyboard of the terminal. The system 
software resident in the terminal transforms the 
operator's request into the appropriate coMand 
sequence for transmission to the electronic sub- 
system. The operator can select any of the following 
operating modes: (1) AVERAGE Mode which is the opti- 

cal average of all the blades taken each revolution. ^ 

(2) SINGLE BLADE Mode I which is a sequence of se- 
lected blades taken one at a time where each blade is 
averaged over a selected number of revolutions, and 

(3) Single blade Node 2 which is a sequence of mea- 
surements of a single selected blade where each mea- 
surement is averaged over a selected number of revo- 
lutions. either of the SINGLE BLADE swdes is se- 
lected r* . perstor also provides BLADE NUMBER and 
NUMBER . E^^DLUTIONS information. The BLADE NUMBER, 
in the ^e 1 to 120. is the sequence of blade num- 
bers for SINGLE BLADE Mode 1 or the blade number for 
SINGLE BLADE Mode 2. The NUMBER OF REVOLUTIONS, in 
the range 1 to 233. is the number of rotor revolu- 
tions that will be optically averaged in the SINGLE 
BLADE modes. This feature is provided so that the 
operator may increase the average light level if in- 
sufficient radiation is available for proper signal 
conditioning. In all modes the operator selects a 
minimum and maximum clearance. When the software has 
detected a measured clearance at or less than the 
preselected minimum the MINIMUM CLEARANCE ALARM is 
activated. When Che software has detected a measured 
clearance at or greater that the preselected maximum 
the MAXIMUM CLEARANCE ALARM is activated. The clear- 
ance alarms illuminate front panel alarm indicators 
on the electronic subsystem. 

The electronic subsystem executes the commands 
from the terminal by sending gate and scan control 
signals to the image intensifier and the PLA 
(Pig. 1). In the AVERAGE Mode the image intensifier 
is gated on continuously and the LPA optically aver- 
ages the clearance of all the blades. In the SINGLE 
BLADE modes the image intensifier is gated on to view 
only the requested BLADE NUMBER. The LPA optically 
averages the clearance for the chosen NUMBER OF 
REVOLUTIONS. In all modes the video processor and 
clearance detector (Fig. 1) convert the di^de site 
number with the greatest light level to clearance 
information. A preselected zero offset feature cor- 
rects for the zero offset distance between the probe 
pri*mi face and the shroud surface (Fig. 2). Thus all 
clearance data is measured relative to the shroud 
surface. The video processor also generates an auto- 
matic gain control (AGC) voltage to optimize the LPA 
output. In addition, any detected hardware error in 
the electronic subsystem generates an error message 
which is transmitted to the terminal indicating that 
the data are invalid. 

In the blade and index counter, a once-per- 
rotor-revolution index pulse is used in combination 
with the blade passing pulse train from the PMT to 
generate synchronization signals corresponding to the 
selected BLADE NUMBER. For the infrequent condition 
where there is insufficient radiation to be detected 
by the PHI. an externally provided synthesized blade 
passing pulse train may be substituted. 

The General Purpose Inteface Bus (IEEE STD 
488-1975) is the interfuce system which connects the 
electronic subsystem and the computing and graphic 
terminal. Figure 4 is a photograph of the system 
hardware with all of the major components labeled. 

The 30 meter (100 ft) interconnecting cable connects 
Che optical and electronic subsystems. 

System Displays 

The computing and graphic terminal controls the 
electronics subsystem and provides clearance data 
presentations. Keyboard entries of test conditions 
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jre accepted by prograns resident in the tensinal 
core memory. Upon execution, the programs issue conr 
crol instructions and receive blade tip clearance 
data in return via the interface. In the AVERACti: 
Mode, data are presented on the graphic terminal 
screen in a plot of clearance in mils versus scan # 
(scan number). This display is illustrated in 
Fig. 5. The abscissa or scan 9 axis is similar to a 
time axis since each scan represents a time equal to 
approximately the period of one revolution times the 
NUMBER OF REVOLUTIONS, The average of ail the scans 
is indicated as AVC. The maximum and minimum clear- 
ances are shown as MAX and MIN, respectively. Fig- 
ure 6 is the display of the SINGLE BLADE Mode I where 
data are presented as clearance in mils versus 
blade 9 (blade number). The SINGU BLADE Mode 2 data 
are presented in a plot of clearance in mils versus 
scan V. This display is shown in Fig. 7 where again 
the scan 9 axis is similar to a time axis. A zoom 
capability is provided which allows the operator to 
expand both axes of any plot, 

PERFORMNCE 

Bench tests were conducted to determine the mea- 
surement system's operational performance character- 
istics* Both static calibration and dynamic perfor- 
mance were evaluated. Further, the measurement sys- 
tem probe was subjected to environmental conditions 
typically encountered in an operating gas turbine 
engine* 

Bench Tests 

A static calibration was performed with the sys- 
tem probe motinted in a micrometer calibration fix~ 
ture. Calibration range was from zero to 3.2b mm 
(129 mil). The distance was measured from probe tip 
to micrometer face and the increment was one diode 
site. Each calibration point was set by rotating the 
micrometer to obtain one diode increment change. The 
calibration points were plotted as diode site versus 
micrometer reading. The data were fit to a third 
order polynomial equation using a least squares devi- 
ation method* Two-sigma values show a deviation from 
best fit of less chan O.U23 nmi (1 mil). 

An upper limit on measurement system resolution 
was also obtained from the calibration data. Since 
the system has a nonlinear characteristic, the change 
in displacement corresponding to one diode site is 
not uniform. The maximum observed inci omental change 
between diode sites was less than 0.076 mm (3 mil), 
but 97Z of the changes were less than O.U3 mn 
(2 mil). The incremental change for one diode site 
is twice the resolution since a deviation in dis- 
placement equivalent to greater Chan one half diode 
site would cause the adjacent site to indicate. Thus 
Che two-sigra value of resolution is less than 
0.023 mm ( 1 mil). 

Repeatability data were also recorded for two 
cycles over the calibration range in increments of 
25 diode sites upscale and downscale. Displacements 
calculated from Che diode site using the third order 
polynomial equation derived previously were compared 
to measured displacements. The maximum deviation or 
repeatability was less than 0.03 mm (2 mil). 

Dynamic performance of the measurement system 
was accomplished by using a laboratory simulation of 
a rotating blade row. An acousto-optic modulator was 
used Co interrupt the laser be .m thus produci ig 
pulses of light equivalent to a rotating blade row. 
Rotor speeds up to 60 000 rpm, blade tip speeds up to 
610 m/sec (2000 ft/sec) and blade tip thicknesses 
down Co 0.79 mm (0.031 i ..) were simulated. The tar- 
gets were six blades, two fan, two compressor, and 
two turbine, all taken out of service with long oper- 


ating exposure. The clearance was set to 1.27 hi 
( 50.0 mil)* The NUMBER OF REVOLUTIONS was increased 
until there was sufficient reflected light for proper 
signal conditioning. Results of the dynamic tests 
indicate that no more than 100 revolutions per scan 
would be required in the worst case and less Chan 10 
in most cases. 

Environmental Tests 

The environmental evaluation tests subjected the 
measurement system probe to temperature, pressure, 
and vibration environments typically encountered iu 
an operating gas turbine engine* The temperature 
test evaluated Che measurment system performance with 
the probe mounted in a configuration similar to that 
used in an actual gas turbine installation where ad- 
jacent wall temperatures vary from near ambient to 
1300 K (1900^ F), The test rig basically consisted 
of a 50 «m diameter stainless steel pipe, 150 ns in 
length, and support hardware. One end of the pipe 
was inserted into a variable temperature furnace 
which provided the heat source. Ac the other end of 
Che pipe, the probe was inserted perpendicular to the 
pipe axis and through the pipe wall such that the 
probe tip was flush with the pipe inner wail, thus 
providing the simulated installation. A hole was 
provided through the pipe wall opposite the probe Co 
allow for micrometer access. A thermocouple was at- 
tached to the pipe inner wall approximately 33 on 
from the probe tip center and coward Che heat 
source. The probe was cooled by gaseous nitrogen* 

Data were obtained with simulated wall tempera- 
tures from approximately 367 to 1300 K. Ac each tem- 
perature a gap of 1*27 ho (30.0 mil) was established 
by adjusting the micrometer to obtain a zero gap and 
then adjusting the micrometer to obtain the proper 
displacement. This procedure minimized any potential 
errors induced by thermal growth of the test rig. 

For the pxessure and vibration test, a fixed 
clearance target adapter was coupled to the probe tip 
and adjusted to 1.27 mm (30.0 mil). The probe body 
was then inserted into a pressurization adapter which 
allowed the probe assembly to be subjected to elev- 
ated pressure via the slot opening at the probe tip. 
In 1 atmosphere incraoenCs, the probe was pressurized 
with gaseous nitrogen from ambient to 30 atmo- 
spheres. The measurement system data were taken at 
each pressure setting. For the vibration test, the 
probe body was attached to a vibration test shaker by 
adapter fixtures. These fixtures allowed the probe 
Co be excited along three mutually perpendicular 
axes, one axis at a time. Along each axis, the probe 
was subjected to a constant 12.7 on/ sec velocity ex- 
citation sweep from 30 to 2300 Hz of approximately 10 
minutes duraticn. Data were obtained during each 
excitation sweep. 

The environmental evaluation tests were designed 
to test the repeatability of the system under each 
environmental condition. The repeatability of each 
test was %^ll within the measurement made during the 
static calibration, chat is, 0.03 nm (2 mil), 

OONCLUDING REMARKS 

A laser-optical measurement system has been 
described which is designed to measure single blade 
tip clearances and average blade tip clearances be- 
tween a rotor and its gas path seal in rotary compo- 
nent rigs and complete engines. The system has a 
number of innovative features that combine optical, 
electro-optical, electronic and computer/graphic ele- 
ments. It is widely applicable for the measurement 
and display of average and single blade tip clear- 
ances in operating rotating machinery over a full 
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Figure 3. - Photograph of probe showing optical cables. 
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Figure 3. - Graphic terminal display of average blade clearance vs. scan numoer. 
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Figure 6. * Graphic terminal display of single blade clearance vs. blade number. 




